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Accutest Laboratories

Sample Summary

K.P. Kauffman Company, Inc.

Job No: D68026
Wattenberg Tank
Project No: 7591
Sample Collected Matrix Client
Number Date Time By  Received Code Type Sample ID
D68026-1 02/25/15 11:55 MDH 02/25/15 AQ Water TANK-1
D68026-1F  02/25/15 11:55 MDH 02/25/15 AQ Water Filtered TANK-1
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ACCUTEST

LABORATORIES

CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  K.P. Kauffman Company, Inc. Job No D68026

Site: Wattenberg Tank Report Date  3/4/2015 3:09:49 PM

On 02/25/2015, 1 sample(s), 0 Trip Blank(s), and 0 Field Blank(s) were received at Accutest Mountain States (AMS) at a
temperature of 5 °C. The samples were intact and properly preserved, unless noted below. An AMS Job Number of D68026 was
assigned to the project. The lab sample ID, client sample ID, and date of sample collection are detailed in the report’s Results
Summary.

Specified quality control criteria were achieved for this job except as noted below. For more information, please refer to the
analytical results and QC summary pages.

Metals By Method SW846 6010C
Matrix: AQ Batch ID: MP15341

All samples were digested and analyzed within the recommended method holding time.
All method blanks for this batch meet method specific criteria.
Sample(s) D67782-2FMS, D67782-2FMSD, D67782-2FSDL were used as the QC samples for the metals analysis.

The matrix spike (MS) recovery(s) of Sodium are outside control limits. Spike amount low relative to the sample amount.
Refer to lab control or spike blank for recovery information.

The serial dilution RPD(s) for Calcium, Magnesium, Potassium, Sodium are outside control limits for sample MP15341-SD1.
Probable cause due to sample homogeneity.

MP15341-SD1 for Sodium,Calcium, Magnesium, Potassium: Serial dilution indicates possible matrix interference.

Wet Chemistry By Method ASTM D287
| Matrix: ALL Batch ID:  GN28869

The data for ASTM D287 meets quality control requirements.

Wet Chemistry By Method EPA 1664A
Matrix: AQ Batch ID: GP14739

* All samples were prepared and analyzed within the recommended method holding time.
#  All method blanks for this batch meet method specific criteria.

Sample(s) D68033-1MS were used as the QC samples for the HEM Oil and Grease analysis.

Wet Chemistry By Method EPA 300.0/SW846 9056
| Matrix: AQ Batch ID: GP14727

All samples were prepared and analyzed within the recommended method holding time.

All method blanks for this batch meet method specific criteria.

Sample(s) D68064-1MS, D68064-1MSD were used as the QC samples for the Chloride, Nitrogen, Nitrate, Nitrogen, Nitrite,
Sulfate, Chloride analysis.

= D68026-1 for Nitrogen, Nitrite: Elevated detection limit due to matrix interference.

Wednesday, March 04, 2015 Page 1 of 2
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Wet Chemistry By Method SM 2540C-2011
Matrix: AQ Batch ID:  GN28824 |

All samples were analyzed within the recommended method holding time.
All method blanks for this batch meet method specific criteria.

Sample(s) D67964-1BDUP were used as the QC samples for the Solids, Total Dissolved analysis.

Wet Chemistry By Method SM 5310B-2011
Matrix: AQ Batch ID: GP14737

All samples were prepared and analyzed within the recommended method holding time.
All method blanks for this batch meet method specific criteria.

Sample(s) D67989-1DUP, D67989-IMS, D67989-1MSD were used as the QC samples for the Total Organic Carbon analysis.

AMS certifies that data reported for samples received, listed on the associated custody chain or analytical task order, were produced
to specifications meeting AMS's Quality System precision, accuracy and completeness objectives except as noted.

Estimated non-standard method measurement uncertainty data is available on request, based on quality control bias and implicit for
standard methods. Acceptable uncertainty requires tested parameter quality control data to meet method criteria.

AMS is not responsible for data quality assumptions if partial reports are used and recommends that this report be used in its
entirety. This report is authorized by AMS indicated via signature on the report cover.

Wednesday, March 04, 2015 Page 2 of 2
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Summary of Hits Page 1 of 1
Job Number: D68026

Account: K.P. Kauffman Company, Inc.
Project: Wattenberg Tank
Collected: 02/25/15

Lab Sample ID Client Sample ID Result/

Analyte Qual RL MDL Units Method

D68026-1 TANK-1

Chloride 7650 250 mg/1 EPA 300.0/SW846 9056
HEM Oil and Grease 1170 4.8 mg/1 EPA 1664A

Nitrogen, Nitrate 1.9 0.50 mg/l EPA 300.0/SW846 9056
Solids, Total Dissolved 14000 10 mg/1 SM 2540C-2011

Specific Gravity by Hydrometer 1.0014 ASTM D287

Sulfate 74.5 25 mg/l EPA 300.0/SW846 9056
Total Organic Carbon 242 20 mg/l SM 5310B-2011

pH 7.42 su SM4500HB +-2011/9040C

D68026-1F TANK-1

Calcium 240000 20000 ug/1 SW846 6010C
Magnesium 38700 10000 ug/1 SW846 6010C
Potassium 148000 50000 ug/l SW846 6010C
Sodium 4490000 20000 ug/l SW846 6010C

[ | 6 of 29
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Section 4

.. Mountain States i

LABORATORIES

Sample Results

Repeort of Analysis
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-1
Lab Sample ID:  D68026-1 Date Sampled: 02/25/15
Matrix: AQ - Water Date Received: 02/25/15

Percent Solids: n/a

Project: Wattenberg Tank

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Chloride 7650 250 mg/l 500 02/26/15 17:37 JB  EPA 300.0/SW846 9056
HEM Oil and Grease 1170 4.8 mg/l 1 03/04/15 SWT EPA 1664A

Nitrogen, Nitrate 1.9 0.50 mg/l 50 02/26/15 14:46 JB  EPA 300.0/SW846 9056
Nitrogen, Nitrite 2 <2.0 2.0 mg/l 500 02/26/15 17:37 JB  EPA 300.0/SW846 9056
Solids, Total Dissolved 14000 10 mg/l 1 02/26/15 AK  SM 2540C-2011
Specific Gravity by Hydromete 1.0014 1 02/27/15 TJ]  ASTM D287

Sulfate 74.5 25 mg/1 50 02/26/15 14:46 JB  EPA 300.0/SW846 9056
Total Organic Carbon 242 20 mg/1 20 02/27/1519:04 AK  SM 5310B-2011

pH 7.42 su 1 02/26/1515:15 TB  SM4500HB +-2011/9040C

(a) Elevated detection limit due to matrix interference.

RL = Reporting Limit

A 8 of 29
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Accutest Laboratories

Report of Analysis Page 1 of 1
Client Sample ID: TANK-1
Lab Sample ID:  D68026-1F Date Sampled: 02/25/15
Matrix: AQ - Water Filtered Date Received: 02/25/15

Percent Solids: n/a

Project: Wattenberg Tank
Dissolved Metals Analysis
Analyte Result RL Units DF Prep Analyzed By Method Prep Method
Calcium 240000 20000 ug/l 5 02/27/15 02/27/15 KV  SW8466010C 1  Sws46 30104 2
Magnesium 38700 10000 wug/l 5 02/27/15 02/27/15 KV  SW8466010C 1  SW846 3010A 2
Potassium 148000 50000 wuwg/l 5 02/27/15 02/27/15 KV  SW8466010C 1  Sws46 3010A 2
Sodium 4490000 20000 wug/l 5 02/27/15 02/27/15 KV  SW8466010C1  Sws46 3010A 2

(1) Instrument QC Batch: MA5833
(2) Prep QC Batch: MP15341

RL = Reporting Limit

m 9 of 29
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Section 5

.. Mountain States
. ACCUTES L

LABORATORIES

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

* Chain of Custody
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CHAIN OF CUSTODY

L 4036 Youngfield St., Wheat Ridge, CO 80033
303-425-6021 FAX: 303-425-6834 FED-EX Tracking # Bottle Order anlrnl #
Accutast Quole # [Accuiust Job & D@g 602( ‘
Thient/ Reporiing Information T | Project information [ Requested Analysis Matrix Codes |
Company Name ;
N 3 ¢
K.P. Kauffman Company, Inc. oz e WATTENSERGTTANK GW- Ground Water
Address Street W Water
1675 Broadway, Sulte 2800 ui
oy S (o o £ z e
=i Z
Denver co 802024628 Fort Lupton co < |28 = Toror
Project Contact: - 3 Project # S \ul g =i E
SlaraMesa@iok com
Susana Lara-Mesa R = £ 0o 1S L10- Otner Ligsid
Frone # Fax# i E T ol 3
303-825-4822 s |3 Q olo AR A
Samplers's Namo  WICHAEL HATTEL (303-665-1400) Cllent Purchase Order # 7591 :‘.g = ",_: 2 Q ST
u. ~Cther So
Accutest SUMMA # Collection Number of preserved Boftles | o3 g E E o WP-Wige
#of T 2 |3 Wl
Sample #| ciaiq 1D / Point of Cotlection weonviard  Dsie | Trme | Semplediy] Ma | bottes | 3 | 3 | 3 % HEHHBEIEREE AR CABIUSEIONLY:
TANK - | Apshet Jigs| moH|La| 7 [x X x | x D x [ xix|[x]|x [,
oY
7
Tumnaround Time ( Business days) Data Deliverabl i Comments / Ramarks
[I] St 10 Business vays . Approvad By:I Date: D Commerclal "A" ] FuLLcLp
— [ Gommercial "8" [] NYASP Category A
— ] 7] NJReduced [ NYASP Categary B
e [ waFun [] state Forms
["x ] Hard Copy [x] poF
PDF copy to Mike Hattel with APEX at mhattel@msn.com
Emorgency T/A data available VIA Lablink 24 ) PDF copy to Susan Lara-Mesa with KPK at Slaramesa@kpk.com
* Sampla Custody must be d d helow each time samplgs change po: ton, including courler dalivery.
By Sampler: 7 BLORICTH Racaived By. Tate Tire: Recorved By:
e 7z -
1] /WL,J/ Wihr 235 ;a 2 2
by: s Cata Thne: Neceiwrd / gy: Cate Time: [Racoived Oy:
3 3 4 4
L TH Trate Twne: Recarved By: CUstady Seal ¥ y Prosetved where applicasia Trles Toolar Temp,
5 5 o 5.0

Trgo

D68026: Chain of Custody

Page 1 of 2
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Accutest Laboratories Sample Receipt Summary

BACCUTEST

LASD ATORIRS
Accutest Job Number: D68026 Client: K.P KAUFFMAN COMPANY, INC Project: WATTENBERG TANK
Date / Time Received: 2/25/2015 1:15:00 PM Delivery Method: Airbill #s: CO

Cooler Temps (Initial/Adjusted); #1;(5/5):

Cooler Securi Y or N Y or N mple In ity - mentation Y or N
1. Custody Seals Present: M a S:EOC Fresent M O 1. Sample labels present on bottles: v} |
2. Custody Seals Intact: M 8 4 SmplDates/Time OK M a 2. Container labeling complete: ] a
Cooler Temperature Y or N 3. Sample container label / COC agree: ] O
1. Temp criteria achieved: 4] O mple Inteqrity - Condition Y or N
i g:z::: :emd;:a\teriﬁcation: :Se?;:;) 1. Sample recvd within HT: | a
g : 2. All co‘n‘tainers accounted for: ] 0
3. Condition of sample: Intact
Quality Gontrol Prescrvation .Y or N NA ample Inteqrity - ction Y or N __NA
Y. T /B mkiPE e/ 2onien d g M 1. Analysis requested is clear: [va] 0
2. Trip Blank listed on COC: a a 7 2. Bottles received for unspecified tests 0 M
3. Samples preserved properly: [/ 0 3. Sufficient volume recvd for analysis: [ 0
4.VOCs headspace free: O 0 & 4. Compositing instructions clear: O O M
5. Filtering instructions clear: m| O M
Comments
e e e

D68026: Chain of Custody
Page 2 of 2
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Section 6

-. Mountain States
UACCUTEST

LABORATORIES

Metals Analysis

QC Data Summaries

Includes the following where applicable:

* Method Blank Summaries

+ Matrix Spike and Duplicate Summaries

* Blank Spike and Lab Control Sample Summaries
« Serial Dilution Summaries

[ 13 of 29
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BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number: D68026
Account: KPKCOD -~ K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: RQUEOUS Units: ug/l
Prep Date: 02/27/15
MB
Metal RL iDL MDL raw final
Aluminum 100 8.6 41 C
=

Antimony 30 3.2 149 N
Arsenic 245 52 5.6
Barium 10 1.4 1.4 S
Beryllium 10 .8 12X
Boron 50 6.7 6.6
Cadmium 10 .4 .36
Calcium 400 A2 41 13,76 <400
Chromium 10 .4 .4
Cobalt 51,10 .4 157
Copper L] 1.2 1.9
Iron 70 U2 SISE)
Lead 50 S8 230!
Lithium 5110 1549 241
Magnesium 200 14 159 SO, <200
Manganese 5.0 .01 .46
Molybdenum 10 .8 .84
Nickel 30 .9 .87
Phosphorus 100 15 20
Potassium 1000 130 270 6.6 <1000
Selenium 50 8.8 11
Silicon 50 Sra2 S
Silver 30 -4 .6
Sodium 400 4.9 170 i ) <400
Strontium 5.0 (o)l 12
Thallium 10 2.9 4
8Lt 50 153 16
Titanium 10 .15 25!
Uranium 50 Bl 1G]
Vanadium 10 .4 .4
Zinc 30 .6 B2
Associated samples MP15341: D68026-1F
Results < IDL are shown as zero for calculation purposes
{(*) Outside of QC limits

Page 1
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BLANK RESULTS SUMMARY
Part 2 - Method Blanks

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Metheds: SW846 6010C
Matrix Type: AQUEOUS Units: ug/1
Prep Date: O/ ZE/LS
MB
Metal RL IDL MDL raw final

(anr) Analyte not requested

Page 2
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/l

Prep Date: 02/27/15

D67782-2F Spikelot Qc
Metal Original MS ICPALL2 % Rec Limits

Aluminum

Antimony S )
Arsenic

Barium

Beryllium

Boron

Cadmium

Calcium 258000 280000 25000 88.0 75=1215
Chromium anr

Cobalt

Copper

Iron anr

Lead

Lithium

Magnesium 256000 287000 25000 124.0 75=125
Manganese

Molybdenum

Nickel

Phosphorus

Potassium 6600 33200 25000 106.4 795-125
Selenium

Silicon

Silver

Sodium 500000 532000 25000 128.0(a) 75-125
Strontium

Thallium

Tin

Titanium

Uranium

Vanadium

Zinc

Associated samples MP15341: D68026-1F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits

Page 1
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/1l
Prep Date: 024/ 24/185
D67782-2F Spikelot QC
Metal Original MS ICPALL2 % Rec Limits

(N) Matrix Spike Rec. outside of QC limits

(anr) Analyte not requested

(a) Spike amount low relative to the sample amount. Refer to
information.

lab control or spike blank for recovery

Page 2
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/1l

Prep Date: 02/27/15

D67782-2F Spikelot MSD QC
Metal Original MSD ICPALL2 % Rec RPD Limit

Aluminum o
Antimony o
Arsenic

Barium

Beryllium

Boron

Cadmium

Calcium 258000 281000 25000 92.0 0.4 20
Chromium anr

Cobalt

Copper

Iron anr

Lead

Lithium

Magnesium 256000 298000 25000 168.0(a) 3.8 20
Manganese

Molybdenum

Nickel

Phosphorus

Potassium 6600 34200 25000 110.4 3.0 20
Selenium

Silicon

Silver

Sodium 500000 549000 25000 1960 (a) Seal 20
Strontium

Thallium

ik

Titanium

Uranium

Vanadium

Zinc

Associated samples MP15341: D68026-1F

Results < IDL are shown as zero for calculation purposes
{*) Outside of QC limits

Page 3
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods:

SW846 6010C
Matrix Type: AQUEQOUS

Units: ug/l

Prep Date: 02/27/15
D67782-2F Spikelot MSD QC
Metal Original MSD ICPALL2 % Rec RPD Limit

(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

(a) Spike amount low relative to the sample amount. Refer to

lab control or spike blank for recovery
information.

Page 4
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QC Batch ID: MP15341
Matrix Type: AQUEOUS

Prep Date:

SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY

Login Number:
Account: KPKCOD - K.P.

Project:

02/27/15

Kauffman Company,

Wattenberg Tank

Methods:
Units:

Inc.

SW846 6010C
ug/1l

BSP

Metal Result

Spikelot Qc
ICPALLZ % Rec Limits

Aluminum

Antimony

Arsenic

Barium

Beryllium

Boron

Cadmium

Calcium 24900

Chromium anr

Cobalt

Copper

Iron anr

Lead

Lithium

Magnesium 25300

Manganese

Molybdenum

Nickel

Phos

Pota

Sele

Sili

phorus
ssium 25200
nium

con

Silver

Sodi

Stro

Thal

Tin

Tita

Uran

Vana

Zinc

um 25100

ntium

lium

nium

ium

dium

25000 99.6 80-120

25000 OS2 80-120

25000 100.8 80-120

25000 100.4 80-120

Associated samples MP15341: D68026-1F

Results < IDL are shown as zero for calculation purposes

(*)

Outside of QC limits

Page 1
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/1l
Prep Date: 02/27/15
BSP Spikelot QcC
Metal Result ICPARLL2 % Rec Limits

{(anr) Analyte not requested

-
w
Page 2
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SERIAL DILUTION RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: RQUEOUS Units: ug/l

Prep Date: OR24/2504 /2155

D67782-2F QC
Metal Original SDL 1:5 $%DIF Limits

Aluminum

Vg

Antimony

Arsenic

Barium

Beryllium

Boron

Cadmium

Calcium 258000 302000 17.2*(a) 0-10
Chromium anr

Cobalt

Copper

LS cleuql anr

Lead

Lithium

Magnesium 256000 288000 12.3*(a) 0-10
Manganese

Molybdenum

Nickel

Phosphorus

Potassium 6600 7270 10.1*(a) 0-10
Selenium

Silicon

Silver

Sodium 500000 557000 11.3*(a) 0-10
Strontium

Thallium

Tin

Titanium

Uranium

Vanadium

Zinc

Associated samples MP15341: D68026-1F

Results < IDL are shown as zero for calculation purposes
{*} Outside of QC limits

Page 1
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SERIAL DILUTION RESULTS SUMMARY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Batch ID: MP15341 Methods: SW846 6010C
Matrix Type: AQUEOUS Units: ug/1l
Prep Date: 02/27/15
DE7782-2F QcC
Metal Original SDL 1:5 $%DIF Limits

(anr) Analyte not requested
(a) Serial dilution indicates possible matrix interference.

| v

Page 2

[ I 23 of 29
B ACCUTEST
D6802¢ LamERaToaTes



Section 7

-. Mountain States
. ACCUTES S

LABORATORIES

General Chemistry

QC Data Summaries

Includes the following where applicable:

* Method Blank and Blank Spike Summaries
* Duplicate Summaries
* Matrix Spike Summaries

[ I 24 of 29
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METHOD BLANK AND SPIKE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

MB Spike BSP BSP QC
Analyte Batch ID RL Result Units Amount Result %Recov Limits
Bromide GP14727/GN28842 0.050 0.0 mg/ 1 05! 0.508 101.6 90-110%
Chloride GP14727/GN28842 0.50 0.0 mg/1 5 5.10 102.0 90-110%
Fluoride GP14727/GN28842 0.10 0.0 mg/1 il 1108 101.0 90-110%
HEM 0Oil and Grease GP14739/GN28877 5.0 0.0 mg/1l 40 36.6 QilEN5 78-114%
Nitrogen, Nitrate GP14727/GN28842 0.010 0.0 mg/1l 0. 0.102 102.0 90-110%
Nitrogen, Nitrite GP14727/GN28842 0.0040 0.0 mg/1l 0.05 0.0523 104.6 90~110%
Solids, Total Dissolved GN28824 10 0.0 mg/1 400 400 100.0 90-110%
Sulfate GP14727/GN28842 0.50 0.0 mg/1l 5 4.95 99.0 90-110%
Total Organic Carbon GP14737/GN28876 1.9 0.0 mg/Ll 8.82 9.06 102.7 90-110%
pH GN28836 su 8.00 W97 Q916 99.1-100.9%

Associated Samples:
Batch GN28824: D68026-1 -u‘
Batch GN28836: D68026-1
Batch GP14727: D68026-1
Batch GP14737: D68026~1
Batch GP14739: D68026-1
(*) Outside of QC limits

Page 1

[ | 25 of 29
B ACCUTEST
DE302Z6  LATonn R



BLANK SPIKE DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

Spike BSD Qc
Analyte Batch ID Units Amount Result RPD Limit
HEM Oil and Grease GP14739/GN28877 mg/1l 40 85148 2.2 20%
Associated Samples:
Batch GP14739: D68026-1
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QcC Original DUP QC
Analyte Batch ID Sample Units Result Result RPD Limits
Solids, Total Dissolved GN28824 D67964-1B mg/1 19600 19600 0.0 0-20%
Total Organic Carbon GP14737/GN28876 D67989-1 mg/1 Al 4.8 0.0 0-20
Associated Samples:
Batch GN28824: D68026-1
Batch GP14737: D68026-1
(*) Outside of QC limits

Page 1

[ 27 of 29
A ACCUTEST
DOS026  LAsoRaTamie



MATRIX SPIKE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QC Original Spike MS QC
Analyte Batch ID Sample Units Result Amount Result $Rec Limits
Bromide GP14727/GN28842 D68064~-1 mg/1 0.47 ik 1.5 103.0 80-120%
Chloride GP14727/GN28842 D68064 -1 mg/1 47.4 10 5161 4! 87.0 80-120%
Fluoride GP14727/GN28842 D68064-1 mg/L 1. 9 2 Bi 90.0 80-120%
HEM 0il and Grease GP14739/GN28877 D68033-1 mg/1 2.4 40 41.0 96.5 78-114%
Nitrogen, Nitrate GP14727/GN28842 D68064-1 mg/1 0.0 0.2 0.20 100.0 80-120%
Nitrogen, Nitrite GP14727/GN28842 D68064-1 ng/1 0.024 0.1 0. 12 96.0 80-120%
Sulfate GP14727/GN28842 D68064-1 mg/1 0.61 10 10.2 95149 80-120%
Total Organic Carbon GP14737/GN28876 D67989-1 mg/1 4.1 10 13.8 97.0 80-120%

Associated Samples:
Batch GP14727: D68026-1
Batch GP14737: D68026-1
Batch GP14739: D68026-1 |
(*) Outside of QC limits

(N) Matrix Spike Rec. outside of QC limits

~
n

Page 1

[ I8 28 of 29
W ACCUTEST

D68026 LANDRATGRIES



MATRIX SPIKE DUPLICATE RESULTS SUMMARY
GENERAL CHEMISTRY

Login Number: D68026
Account: KPKCOD - K.P. Kauffman Company, Inc.
Project: Wattenberg Tank

QcC Original Spike MSD QcC
Analyte Batch ID Sample Units Result Amount Result RPD Limit
Bromide GP14727/GN28842 D68064-1 mg/1 0.47 1 1.5 0.0 20%
Chloride GP14727/GN28842 D68064-1 mg/1 47.4 10 516k 0.0 20%
Fluoride GP14727/GN28842 D68064-1 mg/1 i[O 2] Skt 0.0 20%
Nitrogen, Nitrate GP14727/GN28842 D68064-1 mg/1 0.0 0.2 0.20 0.0 20%
Nitrogen, Nitrite GP14727/GN28842 D68064~1 mg/1 0.024 Ol 0.13 8.0 20%
Sulfate GP14727/GN28842 D68064-1 mg/1 0.61 10 10.1 N0 20%
Total Organic Carbon GP14737/GN28876 D67989-1 mg/1l Ayl 10 187 0.7 20%
Associated Samples:
Batch GP14727: D68026-1
Batch GP14737: D68026-1
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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